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Temperature Mercury triple point 
cell CSPRT

By measurement 
at fixed point 234.3156 234.3156 K Adiabatic 

calorimeter 0.54 mK 2 95% No Approved on 
18 May 2004 INTiBS 6

Temperature Mercury triple point 
cell LSPRT

By measurement 
at fixed point 234.3156 234.3156 K 0.65 mK 2 95% No Approved on 

18 May 2004 GUM 7

Temperature Gallium melting point 
cell LSPRT

By measurement 
at fixed point 29.7646 29.7646 °C 0.63 mK 2 95% No Approved on 

18 May 2004 GUM 10

Temperature Indium freezing point 
cell LSPRT

By measurement 
at fixed point 156.5985 156.5985 °C 2.36 mK 2 95% No Approved on 

18 May 2004 GUM 11

Temperature Tin freezing point cell 
LSPRT

By measurement 
at fixed point 231.928 231.928 °C 1.98 mK 2 95% No Approved on 

18 May 2004 GUM 12

Temperature Zinc freezing point 
cell LSPRT

By measurement 
at fixed point 419.527 419.527 °C 3.89 mK 2 95% No Approved on 

18 May 2004 GUM 13

Temperature Aluminium freezing 
point cell LSPRT

By measurement 
at fixed point 660.323 660.323 °C 9.29 mK 2 95% No Approved on 

18 May 2004 GUM 14

Temperature SPRT - long stem
By measurement 
at triple point of 

Argon
83.8058 83.8058 K 2.1 mK 2 95% No Approved on 

18 May 2004 GUM 23
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Temperature SPRT - long stem
By measurement 
at triple point of 

Mercury
234.3156 234.3156 K 0.8 mK 2 95% No Approved on 

18 May 2004 GUM 24

Temperature SPRT - long stem
By measurement 
at melting point of 

Gallium
29.7646 29.7646 °C 0.8 mK 2 95% No Approved on 

18 May 2004 GUM 26

Temperature SPRT - long stem
By measurement 

at freezing point of 
Indium

156.5985 156.5985 °C 2.4 mK 2 95% No Approved on 
18 May 2004 GUM 27

Temperature SPRT - long stem
By measurement 

at freezing point of 
Tin

231.928 231.928 °C 2.2 mK 2 95% No Approved on 
18 May 2004 GUM 28

Temperature SPRT - long stem
By measurement 

at freezing point of 
Zinc

419.527 419.527 °C 4.0 mK 2 95% No Approved on 
18 May 2004 GUM 29

Temperature SPRT - long stem
By measurement 

at freezing point of 
Aluminium

660.323 660.323 °C 9.5 mK 2 95% No Approved on 
18 May 2004 GUM 30

Temperature SPRT - long stem
By measurement 

at freezing point of 
Silver

961.78 961.78 °C 14.3 mK 2 95% No Approved on 
18 May 2004 GUM 31
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